A survey of IAEA/WHO 60Co TLD postal dose intercomparison exercises during 1985-2003.
Results of the survey of IAEA/WHO Co postal dose intercomparison exercises in which the Secondary Standard Dosimetry Laboratory participated during the period 1985-2003 are presented. In 14 exercises spread over a period of 19 years, the deviation in therapy dose level measurements of the Secondary Standard Dosimetry Laboratory has never exceeded the International Atomic Energy Agency Dosimetry Laboratory acceptable levels of accuracy. The IAEA/WHO thermoluminescent dosimeter postal dose intercomparison service, the procedure for irradiation of thermoluminescent dosimeters, and the water absorbed dose determination are briefly described.